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Machining of biocompatible materials is facing the fundamental challenges due to the specific material properties as well as the application requirements. 
Firstly, this paper presents a review of various materials which the medical industry needs to machine, then comments on the advances in the 
understanding of their specific cutting mechanisms. Finally it reviews the machining processes that the industry employs for different applications. This 
highlights the specific functional requirements that need to be considered when machining biocompatible materials and the associated machines and 
tooling. An analysis of the scientific and engineering challenges and opportunities related to this topic are presented. 
 
Cutting, biomedical, biocompatible materials  
 
1. Introduction  
For centuries surgery was mainly limited to direct interventions 
to the human body with no extras, i.e. implants, involved in this 
process. Nevertheless, with deeper understanding of the human 
anatomy and the development of materials that can be compatible 
with human body, advancements in the designing and testing of 
implants and surgical devices have been rapidly made. Starting 
only about 100 years ago [141], the industries related to the 
making of implants, tooling  and instrumentation for surgery have 
seen high-growth rates (i.e. around 7-12% per annum [150]). Of 
course, with such a demand from industry and, especially, with the 
pressure from healthcare organisations for fast and reliable 
surgical interventions this cascades down to the need of 
development, adaptation and use of appropriate enabling 
manufacturing technologies among which the cutting of 
biocompatible material is of key importance. 
 
Fig. 1 An overview cutting procedures for both implants and surgery processes (example for an ankle arthroplasty surgery) 
 
Biocompatible materials, here, mostly refer to those materials 
that interact with human tissues or organs in a manner that enable 
their total or partial functionality which relate to their surface, and 
structural compatibility. The surface compatibility of the machined 
surfaces mainly refers to their degree of adaption to the host 
tissues, in respect to biological, chemical and surface 
characteristics, while the structural compatibility refers to the 
mechanical behaviour acceptance, such as stiffness, elastic 
modulus and strength, which would affect the genuine integration 
between implant and tissue interface [150]. Thus, there is a wide 
use of biocompatible materials for implants which need to be 
machined with high geometrical and surface quality standards.  
Cutting is the most common process for both manufacturing of 
the medical implants and performing surgical interventions. It is 
precise and provides high material removal rates [165]. 
Nevertheless, cutting operations in this set of applications can 
encounter very diverse materials when considering the target 
applications which could be both implants and human tissues; this 
is not to mention the very different requirements on the quality of 
the surface generated by cutting that are highly dependent on 
applications. Here, manufacturing implants by cutting refers to 
metallic biomaterials (e.g. stainless steels, Ti/Mg, Ni/Ti alloys), 
inorganic and non-metallic biomaterials (e.g. ceramics) as well as 
organic materials (e.g. polymer and polymer composites) while, 
cutting for surgical operations refers to both soft and hard tissues. 
The cutting of soft tissues refers to skin, fat, muscle, and soft organs 
and it is commonly performed using scalpel blades and scissors. 
The cutting of hard tissues refers to bone structures (of different 
densities) for which a variety of, somehow, conventional tools (e.g. 
drills, taps, saws, milling cutters) are used.  Thus, to support a wide 
variety of surgical procedures and individualised patient needs, a 
large number cutting tools of different shapes, sizes, and cutting 
edge geometries are required for fulfilling the specific implants’ 
functionalities and medical procedures. Fig. 1 shows an example 
for medical implant with an overview of the cutting processes of 
both living tissues and engineered biocompatible materials that 
contribute to the implant manufacture and surgical procedures. 
2. Biomaterials  
2.1. Metallic biomaterials  
 
2.1.1. Stainless steels 
Stainless steels have been widely used as biomaterials because 
of their low cost, good mechanical and corrosion resistant 
properties, and adequate biocompatibility (Fig. 2).  
 
 
                                   (a)                                                      (b) 
Fig. 2. Biomedical applications of stainless steel [188] (a) surgical 
instruments, and (b) finger prostheses [181]. 
 
Stainless steels can be classified into austenitic, martensitic, 
ferritic, duplex and precipitation-hardening martensitic [9, 213]. 
Austenitic stainless steels, especially AISI 316L, are most widely 
used for biomedical applications, since they are non-
ferromagnetic, which is essential for biomedical applications 
where the high (17–20%) Cr content contributes to its high 
passivation ability. 316L stainless steel possesses acceptable 
biocompatibility and suitable density for load-bearing purposes 
thus making this a desirable surgical-implant material. However, 
the adverse effects of Ni ions being released into the human body 
have promoted the development of “nickel-free nitrogen 
containing austenitic stainless steels”. By combining the benefits 
of stable austenitic structure, high strength, better corrosion and 
wear resistance and superior biocompatibility in comparison to 
the currently used austenitic stainless steels, these newly 
developed nickel-free high nitrogen austenitic stainless steels are 
becoming more popular [181]. 
 
 
2.1.2. Titanium based alloys 
Titanium alloys exhibit an excellent combination of properties, 
including higher strength, lower modulus of elasticity and 
excellent biocompatibility compared with stainless steels [101, 
214]. Thus, Ti alloys are widely used as dental implants, 
orthopaedic prostheses and fixtures (Fig. 3). Titanium alloys can 
be categorized into α-type, (α + β)-, and β-type Ti alloys according 
to their primary constitutional phase(s) [113]. The α-type Ti alloys 
are composed of the single α-phase (hexagonal closed-packed 
(HCP) structure), while the β-type group is composed of single-
phase β-microstructures (body-centered (BCC) structure). The 





                  
                    (a)                                                    (b)                                         (c)                          
    
Fig. 3. Applications of titanium implants (a) dental implant [8], (b) hip 
implant [110], and (c) orthopaedic fixture plate [198]. 
 
The Ti6Al4V alloy is the most commonly employed α + β titanium 
biomedical alloy and is normally used in annealed condition. The 
metastable biomedical alloys are preferred in solution treated (ST) 
as well as aged conditions. The α + β treated structures have higher 
strength, higher ductility, and higher low cycle fatigue while the β 
treated structures have higher fracture toughness. In general, the 
strength of an alloy increases with increasing β stabiliser content. 
Ti6Al4V extra low interstitials (ELI) grade alloy contains small 
amounts of interstitial impurities, oxygen (O), carbon (C), nitrogen 
(N) and hydrogen (H); this alloy shows great toughness because 
the impurities decrease the fatigue strength and, consequently, is 
used for bone fixation plates and the stems of artificial hip joints. 
 
Fig. 4. Different microstructures that can be produced in Ti6Al4V; (a) 
lamellar, (b) equiaxed and (c) bimodal [21]. 
 
2.1.3. Magnesium alloys 
Magnesium alloys are biodegradable and the dissolved Mg2+ 
would be easily absorbed or consumed by the human body, which 
is useful for the healing process of the human body after surgical 
interventions. Comparing to permanent implants, the applications 
of biodegradable implants avoid the second surgery and reduce 
patient pain. The Young’s modulus of Mg alloys is similar to human 
bones which is helpful to minimize “stress shielding” [201]. 
Magnesium alloys have also been considered as cardiovascular 
stents, orthopaedic implants such as screws, plates, or other 








Fig. 5. Real/possible applications of biodegradable magnesium implants: 
(a) cardiovascular stents [53], (b) MAGNEZIX screw [200], (c) microclip for 
laryngeal microsurgery [37], (d) biodegradable orthopaedic implants 
[191] and (e) wound-closing devices [71]. 
 
Alloying is one of the possible solutions to reduce the corrosion 
rate of Mg in the human body. Elements like Mn, Cu, Al, Ca, Zr, Gd 
and Zn have all been explored. A concern with alloying approach is 
biocompatibility of the alloying elements. The binary alloy system 
of Mg-Ca has attracted a considerable attention in recent years to 
be used as implant material [153]. On the Mg-rich side of this 
system, the maximum solubility of calcium in the magnesium 
lattice at room temperature amounts to 0.8 wt %. Low alloyed Mg-
Ca systems consist of an α-phase solid solution (magnesium with 
interstitial calcium) and a eutectic structure (α phase + Mg2Ca). 
The addition of a small amount of Ca increases the corrosion 
resistance and minimizes the grain growth and leads to smaller 
grains in casts [148] (Fig. 6).  
 
 
Fig. 6. Optical micrographs of (a) pure Mg, (b) Mg-Ca0.5, (c) Mg-Ca1.25, (d) 
Mg-Ca2.5, (e) Mg-Ca5.0 and (f) Mg-Ca10.0 [148]. 
 
2.1.4. Cobalt based alloys 
Due to their excellent mechanical properties, high corrosion and 
wear resistance as well as low friction coefficient, CoCr alloys are 
widely used for artificial joint prosthesis as bearing surfaces. Their 
wear resistance is particularly excellent as compared other 
metallic biomaterials such as stainless steels and titanium alloys. 
For instance, Co-28Cr-6Mo alloys have been used for ball and cup 
of artificial hip joints including both metal-on-UHMWPE (Ultra 
High Molecular Weight Polyethylene) and metal-on-metal joints as 
well as in the sliding components of artificial knee joints (Fig. 7).  
 
 
                                        (a)                                                                    (b)  
 
Fig. 7. Applications of different biomaterials in (a) hip and (b) knee 
implants [27, 184]. 
 
The microstructure CoCr has two phases, i.e., ε-type Co (HCP) 
and γ-type Co (FCC). The ε-phase has higher strength, due to the 
limited number of slip systems. The precipitates in CoCr alloys are 
classified into intermetallic compounds and carbonitrides. The 
phase and morphology of the precipitates are significantly affected 
by the carbon and nitrogen contents. Fig. 8 shows the 
microstructures of as-cast Co-28Cr-6Mo alloys with carbon 
contents of 0 to 0.41 mass% and nitrogen contents of 0 to 0.24 
mass%. A dendrite matrix and interdendritic and grain boundary 




Fig. 8 Microstructures of as-cast Co-28Cr-6Mo alloys with various carbon 
and nitrogen contents: (a) 0C-0N, (b) 0.16C-0N, (c) 0.24C-0N, (d) 0.41C-0N 
[32], (e) 0C-0.2N, (f) 0.16C-0.2N, (g) 0.27C-0.24N and (h) 0.34C-0.21N 186].  
 
2.1.5. Shape-memory alloys 
Nitinol, a nearly equiatomic nickel-titanium shape memory alloy 
(SMA), has wide range of applications in cardiovascular stents, 
micro-actuators, and high damping devices (Fig. 9) [52]. Nitinol 
exhibits two unique mechanical behaviours: thermal shape 
memory and superelasticity. The phase transformation that occurs 
in Nitinol is dependent on the start and finish thermal transitions 
of the austenite and martensite crystalline phases. Fig. 10 shows 
the path that thermal shape memory takes place. Assuming nitinol 
initially is in austenitic state (O), with no applied stress, and is 
cooled along path O → A to below the martensite finish 
temperature (Mf). A complete transformation from austenite to 
martensite (twinned) occurs. The material is deformed through 
reorientation and detwinning of martensite along path A → B. 
Then, the load B releases on path B → C causing elastic unloading 
of the reoriented detwinned martensite and the material stays 
deformed. On heating above the austenite finish temperature (Af), 
the material transforms from martensite to austenite and recovers 
the pseudoplastic deformation ‘‘remembering’’ its former shape. 
The austenitic nitinol can be loaded along the path O → E above the 
austenite finish temperature (Af) through a stress-induced 
transformation to the martensitic state. A large elastic strain up to 
11% can be achieved. Upon unloading along the path E → O, the 
material will transform back to austenitic state and the 
superelastic deformation will be recovered, demonstrating a 








Zirconia toughed alumina 





exploited in implants that change their shapes when activated by 










Fig.10 Stress-train-temperature diagram of Nitinol [67] to enable the 
understanding of their use in biomedical implants 
 
2.2. Inorganic and non-metallic biomaterials 
 
Comparing to metals like Co, Cr and Ni which are usually 
employed as implants, ceramics like alumina and zirconia have 
several excellent properties: wettability, low friction, high wear 
resistance and biocompatibility, which make them suitable to use 
as implants such as hip and knee implants (Fig. 7). 
 
2.2.1 Alumina 
Alumina has been used since the 1970s as an implant material 
for artificial joint prostheses. The type used is a polycrystalline 
α-Al2O3, often referred to simply as Al2O3. The crystallinity of α-
Al2O3 is rhombohedral which can be described as a compact 
hexagonal stacking of O2- anions, while the two-thirds of the 
octahedral interstices are occupied by Al3+ cations. The strong 
ionic-covalent bonds and the rhombohedral structure combine to 
restrict dislocation movement, which makes plastic deformation 
impossible except at very high temperatures [149]. Implants 
usually employ polycrystalline structures, which consists of a 
crystalline phase (the α-phase), made up of a large number of small 
grains, typically with a size less than a few micrometres.  
 
2.2.2 Zirconia 
Zirconia-based femoral heads were introduced in the 1980s in 
response to concerns about Al2O3 femoral head fractures in total 
hip arthroplasty (THA). Pure ZrO2 exists in three polymorphic 
(crystalline) forms: cubic (c), tetragonal (t) and monoclinic (m) 
phases. Transformation of ZrO2 from one phase to the next is 
dependent on temperature, and is depicted by the following 
equilibrium: The t to m transformation is martensitic in nature. It 
occurs at ~950 °C (Ms) on cooling and is accompanied by a shear 
strain of ~16% and a volume expansion of ~5%. The 
transformation is reversible and occurs at ~1165°C (As) on 
heating. In pure (unstabilised) ZrO2, the shape change and 
volumetric expansion associated with the t to m transformation 
invariably results in cracking and loss of structural integrity if the 
material is cycled through the transformation temperature, or if 
simply cooled from the fabrication temperature, typically 
~1400°C-1600°C. As a result, destabilised ZrO2 is not used as an 
engineering material [35]. Oxides such as MgO, CaO or Y2O3 can be 
added to ZrO2 to control the phase stability of ZrO2, and 
accordingly, several types of tough ZrO2-containing ceramics have 
been developed, referred to as partially stabilized ZrO2 
(abbreviated PSZ) or tetragonal zirconia polycrystals (TZP). 
 
2.2.3 Zirconia toughened alumina (ZTA) 
ZTA is a composite consisting of fine ZrO2 particles dispersed in 
a dense, fine-grained Al2O3 matrix. Typically, the ZrO2 particles 
(often stabilised with small amounts of Y2O3) have sizes of 0.5–1.0 
µm or smaller and make up ~20 vol% of the solid. The ZrO2 
particles can have an m-phase or t-phase structure (or a mixture of 
both), but the largest improvements in strength and fracture 
toughness have been observed when the particles have a t-phase 
structure. A critical factor is a t-ZrO2 particle. Based on the ZTA 
composition, but also including small amounts of additives such as 
SrO and Cr2O3, by the optimisation of sintering conditions, a 
composite (also called AMC) can be made with a flexural strength 
greater than 1200 MPa, a fracture toughness of 6.5 MPa∙m1/2 and a 




Fig. 11. The microstructure of AMC by BIOLOX® delta [27]. 
 
2.2.4 Mechanical properties 
An insightful understanding of mechanical behavior of ceramics 
is essential to the machining of ceramic implants. As an example, 
the mechanical properties that could affect the machinability of 
ceramics for Al2O3 and ZrO2 is presented in Table 1. 
Currently grinding is the most common process for shaping this 
group ceramic implants [15, 208]. Although conventional cutting 
processes could be of interest on these applications, further 
research is needed to explore this is an avenue. 
 
Table 1.  Selected properties of  Al2O3 and ZrO2-based ceramics [149]. 
 
Property Al2O3 MgO-PSZ Y-TZP ZTA 






















4-5 6-10 6-12 6-10 
Hardness (GPa) 14-16 10-12 12-14 12-15 
 
2.3. Organic materials 
 
2.3.1. Soft and hard tissues 
Cutting of soft and hard tissues is done widely in healthcare and 
has critical implications for the quality of surgical interventions.  
The hard or calcified tissue includes bone and tooth enamel, dentin 
and cementum. The soft tissue includes muscles, fascia, nerves, 
blood vessels, tendons, ligaments, skin, fat, synovium and various 
organ tissues.   
Bone, a living “workpiece” structure to be cut during the 
orthopaedic surgery, is composed of two main tissues with 
different mechanical properties: the cortical bone in outer layer 
and the cancellous bone filling the inner region of cortical layer 
[156, 175] (Fig. 12 a). Cortical bone with higher density, sustaining 
elevated mechanical loads, represents the majority of the 
materials to be cut in any surgery operations. Similar to fibre 
reinforced composites, this anisotropic part mainly consists of 
osteons (fibre) and interstitial lamellae (matrix) [106]. Between 
the interstitial lamellae matrixes and osteons there is a thin layer 
(1-5 µm) called cement line which is a weak zone (interface) that 




(a)                                           (b)                                        (c) 
 
Fig. 12. Bone structure: (a) bone main components [175], (b) cortical 
bone [135] and (c) cancellous bone [189] 
 
As shown in Table 2, the particular structure of the bone results 
in anisotropic properties which would yield different cutting 
mechanism when compared to isotropic materials. In recent years, 
research interest has been paid on bone cutting related to the 
surgery application, especially on the hard part of cortical layer, as 
shown in Fig. 12 [161]. 
 
Table 2 Mechanical property of cortical bone  
  
 
2.3.2. Polymers and polymer-composites 
 
Polymers and fibre reinforced polymer composites are widely 
used as biomaterials as they can be customised for biocompatiblity 
and mechanical performance. Compared with metallic materials, 
the polymers-based implants display superior corrosion and 
fatigue properties while offering the advantage of not releasing 




A variety of polymers, e.g. polyethylene (PE), polyethylene 
terephthalate (PET), polymethylmethacrylate (PMMA), 
polytetrafluoroethylene (PTFE) and polyetheretherketone 
(PEEK), for bioengineering applications have been developed with 
their mechanical properties similar to bone material (Table 3). 
These materials are mainly used for applications where high 
surface finish and dimensional accuracy is required (e.g. total knee 
joint replacement-Fig. 7). Uniquely, when cutting processes are 
applied to polymers, the workpiece surface quality is dependent 
on the specific material properties such as the glass transition 
temperature (Tg), the melt temperature (Tm), the molecular 
weight (MW), the viscosity, and the relaxation rate [27]. Thus, the 
polymers present special characteristics when machining when 
compared with metals [5, 151]: 
• Exhibit viscoelastic behaviour, which means strain response to 
an applied load has both instantaneous, or elastic, and 
transient, or viscous components. 
• Below Tg, the polymer changes its behaviour from a soft and 
rubbery to a hard and glassy state, and its stiffness increases 
remarkably.  
• Rupture and extreme fracture process always occurs in chip 
formation. 
• Low thermal conductivity leads to a rapid heat built-up and 
increased temperature in the workpiece material. 
 







Polyethylene (PE) 0.88 35 
Polyethylene terephthalate (PET) 2.85 61 
Polymethylmethacrylate (PMMA) 2.55 59 
polytetrafluoroethylene (PTFE) 0.5 27.5 
Polyetheretherkctone (PEEK) 8.3 139 
 
2.3.2.2 Fibre reinforced composites  
 
For hard tissue (e.g. cortical bone) repairs, metals and ceramic 
are widely applied while, however, these could result in “stress-
shielding” [150] due to the mismatch of stiffness between hard 
tissue and metallic/ceramic implants (see Table 1 and 2). This 
mismatch can affect bone remodelling and the healing process 
which would lead to bone atrophy. The fibre reinforced polymer 
 





Mode I fracture toughness Gc (N/m) [56] 644±102 1374±183 
Mode II fracture toughness Gc (N/m) [56] 2430±836 4710±1284 
Young’s modulus E (GPa) [156] 17.90 10.1 
Poisson's ratio ν [156] 0.4 0.4 
Tensile stress (MPa) [156] 135 53 
(FRP) composites offer low modulus and high strength while 
allowing the possibility to control the reinforcement phase and the 
volume fraction for implant properties customisation to match 
those of the host tissue for improving structural biocompatibility 
[61, 199]. The FRP composites consist of fibres (e.g. silica, glass, 
hydroxyapatite, and carbon), that provide the high strength, and 
matrix (polymer, e.g. PEEK, PE), that mainly enable the 
biocompatibility of polymers matrix [205, 210]. Fig. 13 and 14 
show various applications of different polymer composite and a 





Fig.13 Various application of different polymer composite [150] 
 
     
 
Fig.14 Glass fibre-reinforced composite in implant application [13] 
3. Cutting mechanisms specific to biocompatible materials  
3.1. Cutting of metallic biomaterials 
 
3.1.1. Stainless steels 
 
The austenitic stainless steels have high work hardening 
tendency even at low deformation rates making them difficult to 
machine. Furthermore, their high toughness and ductility lead to 
formation of long continuous chips and intense adhesion of the 
workpiece material to the cutting tool which results in significant 
adhesive wear. High temperatures at the tool-chip interface result 
in an increase of diffusion and chemical wear. In addition, the built-
up edge formation and tearing off during cutting can also lead to 
machining instability, which would result in cutting edge chipping 
[137]. 
Material removal mechanisms: The examination of coated cutting 
tools using a scanning electron microscope (SEM) in the back-
scattered electron imaging mode (BSE) showed that three distinct 
regions could be identified on the rake surface in Fig. 15: (a) close 
to tool tip where a zone with little adhesion where only small 
asperities of work material are present; (b) mid-contact length: 
region of tool-chip interfacial sliding and (c) second half of tool-
chip contact: a thick adhering layer of work material appearing in 
white [118]. The investigation into the tool/chip/workpiece 
contact showed that the friction coefficient is very sensitive to the 






Fig. 15. Micrograph observations of tool rake surface in turning of 316L (vc 
= 160 m/min, L = 330 m) [118]. 
 
Finite element analysis (FEA) was used to simulate the material 
removal and surface formation in cutting austenitic stainless steel 
316L [134, 138]. This enabled the study of the effect of cutting 
parameters and cutting tool geometry on cutting forces, chip 
morphology, temperature distributions and residual stresses 
versus experimental results [187]. 
Surface integrity: The significant heat generation during cutting 
stainless steels leads to high temperatures in the tool/workpiece 
contact zone and high tensile residual stress is introduced (Fig. 16) 
[119]; this could be detrimental when machining medical implants 




Fig. 16 Residual stresses profiles in dry turning 316L stainless steel [119]. 
 
3.1.2. Titanium-based alloys 
 
Widely employed in the aerospace industry, Ti-based alloys (e.g. 
Ti6Al4V) find extensive use in biomedical applications (e.g. 
orthopaedic implants - Fig. 17). Since the workpiece material and 
machining techniques overlap for these group of applications, 













references to material removal mechanisms and workpiece 
surface integrity are briefly discussed. 
 
  
                                  (a)                                                           (b) 
 
Fig. 17 Examples of machining of titanium hip implants: (a) turning of 
acetabular head and (b) milling of femur component. 
 
Material removal mechanisms: As a representative example, chip 
formation in Ti6Al4V cutting is strongly influenced by adiabatic 
shearing which results in serrated chip morphology (Fig. 18) [42, 
73]. When cutting Ti6Al4V at low cutting speed, the chip obtained 
is discontinuous, while with the increase of cutting speed the chip 
serration effect becomes greater [79] (Fig 19); not surprising, the 
chip segmentation frequency could be captured in the dynamic 
component of the cutting force (Fig. 20) [179].  
Surface integrity: The surface roughness of Ti alloys orthopaedic 
implants influences the bone response significantly. Smooth 
surfaces (Sa < 1 μm) have less strong bone responses than rougher 
surfaces [179]. However, there is little study in the cutting 
literature to investigate how to achieve the favourable surface 
roughness for better bone osteosis. The corrosion resistance of Ti 
implants is influenced significantly by the surface oxidation layer. 
Surface spectroscopic analysis of machined Ti implants show that 
the surface oxide generated during machining consists mainly of 
TiO2 and small amounts of other oxidation states such as Ti2O3 and 
TiO with a typical thickness of 3-6 nm [114]. 
 
    
       (a)                                                          (b)                  
 




                                   (a)                                                     (b)  
 
Fig. 19 Chip morphology as a function of cutting speed and feed in the 




Fig. 20 Segmented chips induce variation in cutting forces with time: (a) 
chip cross-section with (b) mixed segment and (c) continuous shape; (d) 
variation in cutting force, (e) showing more details [179]. 
 
Another key aspect is residual stresses distribution as it has 
considerable influence on fatigue and corrosion resistance of the 
implant. The nature (compressive/tensile) and magnitudes of 
residual stress profiles are determined by the highly nonlinear 
coupling of mechanical and thermal loading occurring during 
machining [109]. Compressive residual stresses in the cutting and 
feed directions were observed. With abundant cutting fluid supply 
(to reduce the thermal effect), worn tools tend to produce more 
compressive residual stress due to the due to a reduction in the 
tool’s clearance angle and subsequent increase in the tool-
workpiece contact area (Fig. 21) [81]. Not surprising, under dry 
cutting conditions, the residual stress is more tensile with 
increasing tool wear due to the increased thermal loads [33]. The 
β phase seems to experience more deformation and volume 
shrinkage in the near surface with the increased cutting speed; 




Fig. 21 Residual stress profile for turning Ti-6Al-4V at 120 m/min, 0.25 







vc = 16 m/min 
h = 1.50 mm 
f = 0.280 mm 
(d) 
(e) 
The microhardness at the machined surface can significantly 
(e.g. 70–90%) increase when compared with that of the bulk 
material [54, 77]. This aspect is of high relevance when considering 
the contact conditions between the different components of the 





Fig. 22 Microhardness distribution under an end milled Ti-6Al-4V 
workpiece surface (f = 0.08 mm/tooth, ae = 4 mm, ap = 1.5 mm) [178]. 
 
3.1.3. Magnesium alloys 
 
Material removal mechanisms: Dry machining of magnesium 
alloys is preferred to avoid the pollution from the cutting fluid. 
Although Mg is highly flammable, chip ignition and sparks did not 
happen in high speed dry cutting of MgCa alloy [152], a common 
implant material. Examples of common lamellar chip structures 
are presented in Fig. 23 for MgCa where it can be observed that the 
lamellae in the major section (e.g. top region - Fig. 23e) incline due 
to the shearing by the side cutting edge, while the lamellae in the 
corner section (e.g. bottom region - Fig. 23e) are vertical due to the 




Fig. 23 Examples of lamellar structures of chips when dry milling of 
MgCa0.8: (a) 1200 m/min, (b) 1600 m/min, (c) 1600 m/min, (d) 2000 
m/min, (e) 2400 m/min and (f): 2800 m/min [68]. 
 
Surface integrity: The residual stress distribution shows a minor 
influence on the subsurface with little penetration depth (< 
200 μm) [47]. The highest compressive residual stress (~30 MPa) 
is found in the machined MgCa3.0 subsurface in a depth of 160 μm 
[47]. The microhardness profiles in Fig. 24 clearly show that 
surface materials experience strain hardening [68], a situation that 
is likely to influence the working behaviour of the implant once 




Fig. 24 Microhardness profiles under dry milled surface of Mg-Ca0.8 alloy 
[68]. 
 
3.1.4. Cobalt-based alloys 
 
The surface roughness of biological load bearing surfaces, e.g. hip 
and knee implants, can significantly affect the wear and friction 
phenomena. It is recommended by ISO that the surface roughness 
for the load bearing surfaces should be below 20 nm. Furthermore, 
controlled dimensional/geometrical accuracies could enable 
suitable amount of lubrication to fill the surface gaps and reduce 
wear debris medical implant applications. However, this is not 
achieved by only one process: Fig. 25 shows an example of milling-
grinding-polishing a knee implant. To achieve a fine surface 
roughness needed for such applications, after cutting (e.g. milling, 
drilling) operations, specialised finishing processes need to be 
employed such as automated bonnet polishing [34, 211], 
simultaneous 5-axis polishing with resilient tools [46, 185], drag 
finishing, magnetic abrasive finishing (MAF) [207], or magneto-




Fig. 25 Milling-grinding-polishing process chain of Co-Cr-Mo knee implants 
 
3.1.5. Shape-memory alloys 
 
Material removal mechanisms: Due to the shape memory and 
superelasticity effects, high ductility, and strong work hardening, 
short tool life, poor chip breaking, and burr formation are critical 
issues when cutting this group of alloys [194-196].  Furthermore, 
the cutting forces for nitinol are extremely high (e.g. up to 5000 N 
when drilling nitinol) and this could be due to the high toughness 
and viscosity, and the unique superelasticity [111]. To address 
this, cryogenic machining of nitinol yields lower cutting forces 
compared to dry machining (up to 50%) due to its phase 
transformation. While nitinol transforms to austenite in dry 
cutting process due to the increased temperature, the material is 
in the martensite state during cryogenic machining (Fig. 10) [93, 
94]. Because of these limitations, cutting is rarely used in the 
manufacturing of nitinol medical devices. Laser cutting is more 
popular, for example in the manufacturing of stents. 
Surface integrity: One characteristic of the machined nitinol 
surfaces is large exit burrs (Fig. 26) which, in general terms, 
present two distinct areas: a white layer in the rim zone and bulk 
in the subsurface. White layers caused by large deformations in 
cutting are of austenitic structure and harder than the bulk, which 




Fig. 26 Cross-sections and top-views (see inserts) of burrs generated in 
milling of nitinol [67]. 
 
3.2. Polymers and polymer-composite cutting  
 
3.2.1 Polymer cutting  
 
Different from metallic materials, the polymer is difficult to cut 
mainly due to its viscoelastic properties which affect the chip 
formation and workpiece deformation and could result in 
inadequate surface finish. That is, the low elastic modulus leads to 
high elastic deformations during chip formation while the 
rheological behaviour make the cutting process more complex by 
generating flow, shear and crack chips [5 , 193]. Thus, based on the 
viscoelastic property, the polymer cutting methods can be divided 
into two different regions: cutting in conditions which result in 
temperatures above or under Tg when material removal is 
dominated by ductile or brittle modes respectively.  
 
  
(a) r/DOC≈0                        (b)  r/DOC<1                    (c)  r/DOC>1 
 
Fig. 27. High-speed camera images of UHMWPE machining with varying 
tool sharpness at low DOC: (a) sharp, (b) worn, (c) highly worn tools [5]. 
When the temperature is above Tg, the cutting process is affected 
mainly by the cutting parameters, tool geometry and sharpness. 
According to Aldwell et al. [5], due to polymers’ viscoelastic 
behaviour, the effective DOC is always smaller than nominal value 
because of instantaneous elastic recovers and over time expansion 
from viscous relaxation (see Fig. 27).  This leads to a different 
extent of workpiece deformations which affect the chip formation 
mechanism such as compression cracking of the material when the 
radius of curvature (r) of the cutting edge exceeds the DOC (Fig. 
27c). Additionally, low DOC also makes the cutting conditions to 
occur under negative rake angle, which yield high forces, 





Fig. 28. Surface damage of machined UHMWPE under varying tool 
conditions: (a) sharp, (b) worn and (c) highly worn cutting edge [5]. 
The chip morphology mainly manifests as continuous and 
discontinuous types and transitions from flow, shear to crack type 
due to the viscoelastic behaviour of the polymer (see in Table 4) 
[5, 99]. Chip management when machining of polymers is also a 
challenge, as the continuous chips tend to wrap around 
workpieces and tools, and sometimes interfere with the cutting 
operation itself. 
 
Table 4 Types of chips formed in polymer machining [5]. 
 
Type of chip Cause Chip formation 
Continuous-
flow 




Shearing occurs along the shear plane 
upwards from the point of the cutting tool. 




Shearing occurs along the shear plane. 
Discontinuous chips because of larger 




Chips are produced by complex stress 
resulting from the action of a large 
compressive stresses in combination with 
shear stresses  
Discontinuous
- crack 
Chips formation dominated  by brittle 






Cracks occur at a downward angle from 
the cutting point as well as separation of 
material along usual shear plane.  
 
 
Also, the workpiece deformation, favoured by low thermal 
conductivity of the polymer which increases the temperature in 
the cutting zone, leads to the generation of burrs [5]. Thus, to 
overcome the problem of viscoelasticity, the polymer is always 
being cut either with high cutting speed or low temperature to 
increase the apparent stiffness [58, 90]. Machining at or around the 
glass transition temperature can greatly improve surface quality in 
polymer machining (Fig. 29) [90]. Immediately below Tg, the 
polymer changes from a rubbery to a glassy state, and its stiffness 
increases remarkably. In addition, its adhesion decreases because 
the motion of molecules is suppressed. Aldwell et al. (2015) 
showed that workpiece pre-cooling to cryogenic temperatures 
(100–150K) increases workpiece stiffness and improves surface 




Fig. 29. Concept of cryogenic micromachining of polymers [90]. 
 
The cutting mechanism of polymers below the glass transition 
temperature is different from cutting at room temperature, which 
is mainly dependent on the cutting depth. As shown in Fig. 30 [90], 
at small cutting depth (~1 μm) the cutting process is ductile. An 
increase of cutting depth results in the elevation of the cutting 
temperature and the material locally changes from the glassy to 
the rubbery state which inhibits the polymer from being machined 
in the ductile mode. The elasticity and adhesion of polymer that 
has partially transitioned to the rubbery state induce ‘‘tear’’-type 
cutting. At larger cut depth, the cutting process transits from tear 
type cutting to brittle mode cutting completely. 
 
 
Fig. 30. Transition of cutting mode during cryogenic cutting of viscoelastic 
polymers with an increasing depth of cut [90]. 
 
3.2.2 Polymer composite cutting 
 
The fibre reinforced polymer composites (FRP), which consist of 
glass or carbon fibre and polymer matrix, present an obvious 
anisotropy of mechanical properties which is reflected in 
significant differences in cutting mechanism depending of fibre 3D 
orientation [40, 65]. The effects on the fibre deformation, fibre 
fragmentation and fibre–matrix debonding have been reported as 
the major material removal mechanisms [49, 206]. Specifically, 
during the cutting process part of the fibre–matrix interface can 
suffer from debonding while the rest of the fibre–matrix interface 
has a bonding force to constrain the deflection of the fibre caused 
by the cutting force (as shown in Fig. 31).  Nevertheless, 
randomness of the fibre (as constituent with higher mechanical 
properties) distribution within the matrix is reflected in the 
variance of the cutting forces [125].  
 
 
Fig. 31. Deformation of a fibre during cutting of FRP [206]. 
 
With respect to the cutting mechanism of FRP composites, 
delamination is one of the main modes of failure, especially in 
drilling. Delamination is a separating phenomenon of adjacent 
laminates or layers along their interfaces (Fig. 32) [112], and 
mainly caused by tensile and bending loads during machining [84, 
145]; increasing in feed rate, thrust force and drill diameter caused 







Fig. 32. Mechanism of drilling-induced delamination in FRP composite 
laminates: Peel-up (a) and push-out and (b) delamination [112] 
 
The damage mechanism in FRP machining includes fibre fracture 
and pull-out, fibre/matrix debonding, crack and delamination, as 
shown in Fig. 33 [12, 59]. For surface generation, conventional 
milling and drilling are commonly used in the production lines for 
polymer-composite machining [91, 120], which, however, could 
introduce severe subsurface damage and high cutting forces [16, 
92, 120]. An effective way to minimise these effects is to employ 
abrasive machining, e.g. grinding [78], abrasive drilling [43], 
abrasive waterjet cutting [158, 159] and special tool design [25, 
88]. Nevertheless, when machining of polymer-composites for 
biomedical applications, care needs to be taken that delaminations 
and fibre pull-outs do not occur not only because it could affect the 
structural integrity of the parts but also it can also damage the 
tissues that could be in contact with them.  
 
 
Ductile mode Local tear mode General tear and Brittle mode 
      
 
(a)                                 (b) 
 
Fig. 33. Surface damage under: (a) milling [12] and (b) drilling [59]. 
 
3.3 Bone cutting  
 
Since cortical bone is the first and most difficult layer to be cut in 
any bone surgical intervention, strict procedures are in place to 
avoid cutting malfunctions which could affect the bone cell from 
physical or histology point of view.  
   
 
 
Fig. 34. Chip formation in cortical bone cutting showing different cutting 
modes (a) shear cutting, (b) shear-crack cutting and (c) fracture cutting 





   
Fig. 35. Surface damage of bone for different cutting modes: (a) shear 
cutting, (b) shear-crack cutting and (c) fracture cutting [106]. 
As a semi-brittle material, the bone cutting process is always 
accompanied with crack or fracture chip formation [174] governed 
by a special cutting mechanism. It has been [106] found that the 
chip formation of bone orthogonal cutting transits from shear 
cutting, shear-crack to fracture cutting modes with the increase of 
uncut chip thickness; for this Liao [106] proposed a fracture 
mechanics based cutting model to explain the chip formation and 
cutting process (Figs. 34 and 35), with which a threshold of depth 
of cut could be estimated to predict the cutting modes. It is also 
found that the specific cutting force is reduced when the fracture 
cutting mode is dominant [106, 175].      
When placing implants in contact with bone tissues, the 
machined cancellous bone is found to be the primary cause of 
osteoarthritis; thus, the particularities of cancellous bone 
machining also need to be considered with great care [85]. 
However, very limited studies on the cancellous bone cutting exist 
(Jackson et al. [85], Mitsuishi et al. [127] and Malak et al. [121]).   It 
was found that the chip formation transits from fragmented to 
continuous and discontinuous type with the increase of cutting 
depth and tool rake angle. Bone marrow is extruded out of the free 
surfaces when the cutting depth is greater than 1.0 mm (Fig. 36).  
 
      
 
 
Fig. 36. Chip formation in cancellous bone cutting showing: chip 
morphology with rake angle (a) 23° and (b) 45° and (c) marrow extrusion 





Fig. 37. FE simulations on bone cutting in (a) orthogonal cutting [36] and 
(b) drilling [161]. 
To enable further analysis on the influence of cutting parameters 
upon the outcomes of machining of bone structures, finite element 
(FE) modelling has been used. Orthogonal (Fig. 37a) [36] and 3D, 
(i.e. drilling Fig. 37b - [161]) cutting of bone have been simulated 
by FE to provide a possible substitute for experimental work for 
predicting cutting forces and temperatures so that damage of bone 
can be minimised.  
 
3.4 Cutting Mechanics of Soft Tissue  
 
Cutting of soft tissue is often technically challenging due to the 
deformation resulted under the cutting forces. Lacking adequate 
structural support, soft tissue has large deformations before the 
initiation of separation and continues to deform during cutting, 
and limits the application of higher cutting forces.  If the tissue is 
soft, ductile, and tough-to-cut, such as the intestines and blood 
vessels, the cutting blade or needle will be difficult to effectively 
cut or penetrate the soft tissue, respectively.  The oblique cutting 
mechanics of soft tissue has been summarised in [104]. The rake 
angle and inclination angle at the cutting point are two key 
parameters to determine the force in cutting soft tissue.  The high 
inclination angle is particularly critical to reduce the cutting force.  
Under high inclination angle, the effect of rake angle, unlike in 
metal cutting, was found to be not as important [132].  
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4. Machining processes and tooling solutions 
4.1 Parameters and tooling for machining of metallic parts   
 
For implant manufacturing, due to specific surface requirements 
and the use of various materials, the cutting tools and solutions are 
very diverse. Table 5 lists three application examples (i.e. hip and 
knee replacements and dental implants) of tooling and machining 
solutions for the implant manufacturing for three representative 
classes of materials, i.e. metallic, polymer and ceramic materials. 
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Metallic implants are commonly machined using solid-carbide 
cutting edges, usually with engineered coatings (e.g.  TiAlSiN) to 
provide high metal removal rates and fine surface roughness for 
minimising subsequent polishing times. Due to the low thermal 
conductivity of Ti-based alloys used for medical implants, the 
majority of the heat generated is not carried by chips but 
transferred to cutting edge, thus, increasing tool temperature [72]. 
High tool temperature softens the material, damages coatings, 
accelerates edge chipping, promotes rapid chemical reaction and 
diffusion wear which limits the cutting speed, material removal 
rate (MRR) and productivity [60, 163]. The integration of advanced 
tool material, coating, and cutting edge geometry [44] to overcome 
barriers in high MRR cutting of Ti-based alloys is an ongoing 
research and development in the tool industry.  The general 
guidelines for drilling, milling and turning of Ti-based alloys are 
using a large rake angle and sharp edges (honing for light cutting 
edge preparation) to reduce the work-hardening, and large relief 
angle to reduce friction caused by spring-back of machined 
surface; also, PVD coatings of 3 to 5 m TiAlN or TiAlSiN, providing 
good hot-hardness are used.  Built-up edge is a common issue in 
cutting Ti-based alloys and needs post-coating polishing on tool 
rake faces or drill flutes. For rotating tools, such as drills or solid 
endmills, the tool substrates with 1 to 2 m WC grain size with 
10% cobalt is a compromise of hardness and toughness. For the 
indexable milling insert, additional heat inert elements can be used 
to improve thermal stability due to hot-cold cycles. Through tool 
cooling is highly employed to improve tool life and workpiece 
integrity when machining Ti-based implants.  Advancements in the 
cryogenic cooling [87] is likely able to make further advancements 
in these aspects.  
Similar to Ti-based alloys, stainless steels also have low thermal 
conductivity and high affinity to the cutting tool. The heat 
generation and tool temperature are less in this case but the built-
up edge and work-hardening phenomena are more significant in 
cutting of ductile stainless steel.  Similar tool geometry and grade 
and slightly smaller relief angle (stronger edge strength) as in Ti-
based alloy machining is used for stainless steels. 
Co-based alloys are also difficult to cut materials due to their high 
wear resistance, mechanical strength and heat resistance. The 
difficulty in machining Co-based superalloys brings forward two 
basic problems: (i) short tool lives due to the work hardening and 
attrition properties of the superalloy and (ii) severe surface 
damage of machined workpiece due to heat generation and plastic 
deformations [11]. In industrial applications, the cutting tools for 
Co-based superalloys are normally the same with the tools 
employed for Ti superalloys due to the similar cutting conditions. 
In Mg-based alloys machining, due to their tendency to react with 
water and form highly explosive hydrogen gas which makes the 
process unsafe, the use of cutting fluids is limited. Hence, dry 
machining is usually preferred over wet machining. Due to the risk 
of temperature rise, dry machining is conducted with controlled 
cutting speeds and feed rates as both these factors influence heat 
generation. Cryogenic machining could be an alternative for 
machining at high cutting speeds and feed rates [41]. From the 
literature, it seems that no specific cutting tools are used for 
machining of Mg-based alloys, topic which could represent the 





Fig. 38. Tool wear patterns in cutting NiTi alloys [194]. 
Due to their superelasticity, high ductility, and strong work 
hardening of NiTi alloys, short tool life and burr formation are 
critical issues in cutting of SMA alloys [67, 194]. Furthermore, the 
coupling phenomena between phase transformation and loading 
(large strain, high strain rate, and high temperatures) are very 
complex in a cutting process. The (Ti, Al) N/TiN coated carbide 
inserts with general purpose synthetic cutting fluid are preferable 
in cutting SMA [194]. Tool wear is mainly characterised by large 
flank wear and coating flaking as well as some degree of notching 
and microchipping (Fig. 38). The very high strength (up to 3 GPa) 
of the material imposes significant mechanical loading on the 
tool/work interface, which results in an exceedingly strong 
adhesion on the flank face. In addition, the high specific heat of 
nitinol is expected to produce high cutting temperatures which 
induce tribo-chemical phenomena on tool coatings thus, yielding 
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In polymer cutting, due to its viscoelastic properties and special 
cutting mechanism, as stated in Section 3, the high rake angles and 
sharp tool are need to suppress the crack [5]. With its relative low 
strength the cutting temperature is generally low and air cooling 
method could be applied in the polymer cutting process. 
 
4.2 Parameters and tooling for machining soft and hard tissues 
 
4.2.1. Soft tissue cutting tools 
 
For soft tissue surgery the tools usually employed are scalpel 
blades, ophthalmologic blades and knives, and scissors [142]. 
The scalpel blade is the most common cutting tool for dissection 
of soft tissue, which are generally made of hardened and tempered 
stainless steel.  Studies have been conducted to identify the cutting 
edge geometry, measure the cutting forces, determine the 
sharpness, and investigate soft tissue cutting mechanics. A 
generalized geometric model was developed by Shetty et al. [164] 
to describe the cutting edge geometry in terms of normal rake 
angle (Fig. 39a) and inclination angle (Fig. 39b) of continuous 
scalpel cutting edge.  Chanthasopeephan et al. [29] studied the 
localized soft-tissue deformation immediately preceding crack 
growth observed during the scalpel blade cutting of soft tissue.  
Results showed that for a given cutting speed, the soft tissue 
resistance for deformation decreased as the cutting angle was 
varied from 45 to 90. For a given cutting angle, the resistance for 
deformation decreased with increase in cutting speed.   
 
 
                                       (a) (b) 
Fig. 39. Coordinate system and vectors used in geometric model to define 
the (a) inclination angle and (b) normal rake angles of scalpel blades [164]. 
 
Ophthalmologic surgery requires special blades and knifes for 
soft tissue cutting; the four major types are: keratome, stab, 
enlarging, crescent, and sideport (also known as MVR) blades.  
Scissors are important tools for soft tissue cutting for dissection 
and to cut tissues in surgical cases. Common surgical scissors for 
soft tissue cutting include iris scissors, tenotomy scissors, 
Metzenbaum scissors, Mayo scissors, and Potts-Smith scissors.  
 
4.2.3. Bone cutting tools 
 
For orthopaedic, surgery, drilling, tapping, sawing, and milling 
are the main cutting processes of bone. Carbide and stainless steel 
cutting tools are commonly used for milling and drilling of hard 
tissue in surgical and dental operations [165].   
 
4.2.3.1. Drilling  
 
Bone drilling is the most common procedure in orthopedic 
surgery, used for the fixation of broken bone, joint fusion, 
prosthetic device installation, and many other procedures.  Bone 
drilling often produces high temperature and results in the 
thermal osteonecrosis that affects the healing and, thus, could 
affect the quality-of-life of the patients [140].  
Three common bone drills exist, namely: cannulated drill, twist 
drill, and Kirschner wires (K-wires), as shown in Fig. 40(a) and (b) 
[139]. Twist drills have standard two-flute geometry and much 
sharper (e.g. 60) point angle compared to traditional drills for 
metal cutting. K-wires are smooth stainless steel pins commonly 
used for fixation of broken bones from finger tips to toes [28].  
 
   
 (a) (b) (c) 
 
(d)                                             (e) 
Fig. 40. A study of bone drilling temperature: (a) three common types drills, 
(b) closed-up views of cannulated drill tip and K-wires, (c) bone drilling 
setup, (d) embedded thermocouple and (e) bone drilling test setup [139].  
 
Within the range of cutting conditions employed for orthopaedic 
surgery, it has also been found that the drill diameter does not have 
a significant effect on the bone temperature.  Standard twist drills 
yield the lowest temperature rise among all drill types while K-
wires and cannulated drills which can have substantial 
temperature rises to cause instant thermal osteonecrosis [139].  
Research has also found that diamond-tipped K-wires generated 
less heat during insertion but the pull force of the K-wire from the 
hole it drilled in the bone might be lower [115]. To reduce thermal 
injury and other high-temperature associated complications, Liu et 
al. [115] developed micro-milled notches in the K-wire with trocar 
tip (Fig. 41) and demonstrated to be effective for the reducing the 
bone temperature in drilling by storing bone debris in notches to 
reduce clogging and heat generation.   
 








Bone milling is used in orthopaedic surgery for resecting a 
portion of a bone to expose a surgical site or for reducing a 
redundant protuberant part of a bone.  Bone milling is conducted 
by small cutters with different shapes: spherical, pear, acorn (Fig. 
42). Another multi-point bone milling tool is the acetabular reamer 
(Fig. 43) used to generate a hemispherical shape in the bone to fit 






(a)                                                         (b)                          (c) 
Fig. 42. Bone milling tools of different shapes: (a) round fluted, (b) pear, (c) 




Fig. 43. Acetabular reamer for total hip replacement [204]. 
 
To reduce the cutting damage of bone Liao et al. [108] proposed 
a design of a multi-teeth milling cutter based on the bone cutting 
mechanism, as shown in Fig. 44, which includes on the back of 
main cutting edge a succession of micro-cutting edges arranged on 
an Archimedes spiral that enables the minimization of bone 
surface damages.  By adjusting the feed rate, this tool design allows 
the fine cutting of bone workpiece with the micro-cutting edges 
following the “fracture” cutting of main cutting edge, thus to 





Fig. 44. Multiple teeth milling cutter designed based on the bone cutting 
mechanism: (a) cutting mechanism, (b) tool design. [108] 
4.4.3.4. Sawing 
 
Sawing is another common bone cutting process to section 
bones. The Gigli saw (Fig. 45a) has a flexible sharp edge wire with 
the advantage of bone sawing without a large operating area and 
the disadvantage of low material removal rate [172]. Fig. 45(b) 
shows the reciprocating bone saw (also known as jig saw), which 
is used in unicompartmental knee arthroplasty to cut the tibia for 
fitting the knee implant [22]. A cup-shaped bone saw with 
continuous rotary movement is the trephine (Fig. 45d) for 
perforation and/or taking bone samples [64].  
 
  
 (a)                                             (b)                                     (c) 
Fig. 45. Bone sawing tools: (a) Gigli saw [172], (b) reciprocating bone saw 
(jig saw) [22] and (c) trephine [64]. 
 
4.4.3.5. Ultrasonic-assisted bone cutting 
 
Ultrasonic-assisted bone cutting has also been developed to 
reduce the cutting forces.  The different sensitivity of the hard and 
soft tissues to ultrasound enables selective bone cutting without 
damaging the surrounding soft tissues, nerves and vessels. 
Compared to conventional bone machining, ultrasonic-assisted 
process achieves lower cutting forces and thermal damage with 
appropriate cutting parameters. Fig. 46 shows examples of 




Fig. 46. ultrasonic assisted osteotomy insert tips for cutting teeth [171]. 
5. Functional requirements and associated machining 
challenges of selected biomedical applications 
In this chapter, the functional requirements and related 
machining challenges associated with the manufacture of 
representative biomedical components are discussed. We refer to 
the implication of machining upon surface quality, dimensional 
accuracy, mechanical performance, wear and corrosion resistance. 
 
5.1 Surface quality, geometric and dimensional accuracy 
requirements. 
 
5.1.1 Orthopaedic implants 
 
Orthopaedic devices include hip and knee replacement 
components, artificial elbow and ankle joints, trauma repair 
instruments, spinal bone plates and various repair pins, rods and 
fasteners. Most of joint reconstruction medical procedures are 
concerned with hip and knee replacement. The key functional 
requirements associated with these parts are strength, reliability, 
light weight and biocompatibility thus, requiring the use of high 
performance biocompatible materials.  
The description and functional requirements of the main parts 
of knee and hip implant are listed in Table 6. The metal alloy 
components of these implants must possess excellent surface 
finishes to minimize wear of any plastic counterparts and allow the 
joint to function for its projected lifetime of 20 years or more. In a 
knee replacement, for example, both the femoral component and 




Table 6 Material, condition of supply and qualitative functional requirements for a knee component (L: Low, M: Medium, H: High) (Source: SECO tools AB) 




Biocompatibility Surface requirements 
Femoral 
 
CoCr Casting, forging, bar M/H M-H M-H (90%) Minimal manual polishing, Burr-
free surface 
Bearing insert UHMWPE Disc - - - No manual polishing, Burr-free 
surface, Ra < 0.2um on bearing 
surface 
Tibial CoCr Casting, forging, bar M/H M-H M- H (90%) Superior finish of bottom flat, 
locking details and side wall. 
Tibial Ti6Al4V Casting, forging, bar, 
3D printed 
L/H H H (99%) Superior finish of bottom flat, 
locking details and side wall. 
The manufacture of orthopaedic metallic components would 
typically involve a sequence of operations, e.g. forming, machining 
and finishing processes (Fig. 47) [1]. With regards to the 
machining processes, grinding operations generally follow the 
milling/turning process in order to achieve an improved surface 
finish. However, grinding generates high temperatures and stress 
in the ground components, which can affect the product’s strength 
and performance. Grinding can be supported or in some cases 
replaced with the application of advanced cutting tools and high-
speed milling strategies. The goal of the milling operations is to 
achieve a burr-free outside profile and a superior surface finish 
that offers the exact required surface quality, integrity and 
dimensional accuracy. If there is a post treatment such as 
polishing, the time for that task can be minimized because of the 
defined surface roughness and structure achieved in the milling 
process. On the tooling side, parallel goals are the long, reliable tool 





Fig. 47 Manufacturing process steps for the fabrication of metallic 
components of prostheses [1]. 
 
The complex contours of orthopaedic components often 
necessitate use of specific sequences of specialised tools. The tibial 
tray, for example, typically can require up to seven separate 
machining operations. Those operations can include roughing, tray 
base roughing, tray base finishing, chamfer milling, t-slot undercut 
machining, wall finishing/chamfering, and undercut deburring. 
The challenge is to achieve superior surface finishes with minimal 
manual intervention as well as reliable tool performance with the 
best combination of productivity, cost and quality. Traditionally, 
carrying out these sorts of multiple operations dictated the use of 
separate special tools developed to produce each required 
contour, dimension and surface finish. Special tools require 
investment in design and development time and expense, and due 
to their low production volume may have extended lead times and 
availability constraints. A new approach involves the development 
and use of standardised tools for productive use in these 
applications while retaining flexibility to be used in a variety of 
similar parts in the orthopaedic industry. 
 
 
Fig. 48 Boxplots of Ra, Rz, Rg and spherical form deviation (ε) comparison 
between Ti–6Al–4 V and Cr–Co alloys [1]. 
 
Abellán-Nebot et al. [1] investigated the influence cutting 
parameters, machine tool control accuracy and metrology 
procedures on surface roughness parameters and form errors in 
contouring operations of Ti64 and CrCo workpieces in the context 
of spherical prostheses manufacture. Their results indicated that a 
better surface roughness control could be achieved for Ti–6Al–4V, 
whereas for Cr–Co alloys, a higher variability was observed (Fig. 
48). Additionally, sphericity error of the machined specimens 
obtained from coordinate measuring machine (CMM) was related 
with the number of measurement points (Fig. 49). 
 
 
Fig. 49 Influence of the number of measurement points in the estimation of 
the range with a confidence level of 95% where the actual value of the 
sphericity error of the part will lay [1]. 
As suggested by Cubillos et al. [39], dimensional control and 
surface finish of the femoral head and acetabular liner are critical 
factors in the manufacturing process due to the risk of increased 
polyethylene wear, which is the primary cause of aseptic failure of 
a metal/polymer hip prosthesis. In their investigation, the 
manufacturing quality (dimensional accuracy and surface finish) 
of the metal femoral head/UHMWPE liner couples of 5 hip implant 
manufacturers (A, B, C, D and E) was evaluated using measurement 
protocols in compliance with international standard requirements 
(ISO 7206-2:2011 and ISO 21535:2010). The femoral heads of 
groups A, B and C implants were made of stainless steel while 
groups D and E were made of Cr-Co-Mo alloy. Their results showed 
a good dimensional and surface finish control during the 
manufacturing process of the femoral heads and the diameter, 
sphericity and roughness of the heads were in accordance with the 
ISO standard requirements. However, the same control was not 
apparent for the manufacturing of the acetabular liners. Although 
all samples had a thickness and sphericity in accordance with the 
ISO standard, the diameter of the acetabular liners of one 
manufacturer was not in accordance with the standard (Fig. 50), 





Fig. 50 Diameter of acetabular liner of 5 manufacturers. The dotted lines 
represent the ISO limits [39]. 
 
5.1.2 Dental components 
 
Several authors have reported on the progress of computer-
aided design and computer-aided manufacturing (CAD/CAM) for 
restorative dentistry applications e.g. to manufacture inlays, 
onlays, crowns, fixed partial dentures (FPDs), implant abutments, 
etc. [18, 147, 209]. The advantages of introducing CAD/CAM 
technology over conventional methods (e.g. lost-wax technique) 
for crown fabrication and FDPs has been summarized as: (i) 
application of new materials, (ii) reduced labour, (iii) cost 
effectiveness and (iv) quality control [128]. An example of 
CAD/CAM process for the fabrication of fixed dental prostheses 
(FDPs) is illustrated Fig. 51 [129]. 
An area of main concern in restorative dentistry is the fit of the 
fixed dental prostheses or fixed partial dentures with the natural 
or artificial structures (abutments) that should support them in 
the patient’s mouth [70]. A poor fit can often result in biological 
complications (e.g. acid from food leaking into the gap causing gum 
inflammation, tooth decay) and failure of the fixed partial denture 
component [57]. A large number of investigations have reported 
on the fit of FDPs to the abutments supporting them, known as 
“marginal fit” since it provides a good indicator of the durability of 
the FDP [70]. The method consists in creating a replica of the 
abutment onto which the FPD is cemented. The external fit can be 
measured in two dimensions directly using microscopes whereas 
the measurement of internal fit requires the sectioning and 
polishing of FPD/abutment replica assembly followed then by 
measurement with a microscope. An example of this method can 
be found in the work of Örtorp et al. [136] who investigated the fit 
of CoCr FDPs produced by four different methods, i.e. conventional 
lost-wax method (LW), milled wax with lost-wax method (MW), 
milled CoCr (MC) and direct laser metal sintering (DLMS). Fig. 52 
shows the location of the different points in the sectioned 
framework where the cement film thickness is subsequently 
measured with a microscope. The mean value and standard 
deviation (SD) of the cement film thickness measurements for the 
four production methods is shown in Fig. 53 indicating a best fit 
for the DLMS group followed by MW, LW and MC group. The 
largest discrepancy found in the MC group has been attributed by 
the authors to the wear of milling burs and possible vibration in 










Fig. 52 Sectioned framework and location of the measurement points on 
each abutment [136]. 
 
 
Fig. 53 – Total mean (SD) for all measurement points of cement film 
thickness for the four production methods. Conventional lost-wax method 
(LW), Milled wax with lost-wax method (MW), milled Co–Cr (MC), Direct 
laser metal sintering (DLMS). [136]. 
 
Gutiérrez Rubert et al. has demonstrated the possibility to assess 
three-dimensional geometric variation of fit between Co-Cr FDPs 
made using three different manufacturing processes: lost wax, CNC 
milling and selective laser sintering [70]. The method is based on 
a digitalisation procedure using a commercial 3D CAD/CAM 
software where the original FPD model is compared to the FPDs 
obtained by the different fabrication methods. Fig. 54 shows 
examples of FPDs made using each of these processes and Fig. 55 
displays views of (a) the profile projections for checking marginal 
fit of the molar and pre-molar.  
 
 
Fig. 54 (a) Co-Cr fixed partial denture made using the lost wax technique, 





Fig. 55 Views of (a) the profile projections for checking marginal fit of the 
molar and pre-molar [70]. 
 
The geometrical deviations between the original digital model 
and the digital models of the manufactured FPD samples are 
reported in Table7, indicating that the samples with the largest 
discrepancies are the lost-wax FPDs, followed by the sintered FPDs 
and that the milled FPDs have the closest fit. 
 
Table 7 Size deviations, mm2, between original and digital models of the 
samples [70]. 









Lost wax_1 4.01 -4.57 2.32 -2.50 
Lost wax_2 1.18 -6.71 0.52 -2.74 
Milled_1 2.10 -3.94 1.07 -1.30 
Milled_2 2.70 -3.89 1.38 -1.78 
Sintered_1 3.30 -4.07 0.97 -2.27 
Sintered_2 1.90 -4.07 1.45 -1.51 
 
5.2. Mechanical performance  
 
A large number of studies have examined the impact of 
fabrication procedures on the mechanical performance of 
ceramics (e.g. Alumina, Zirconia based ceramics) for restorative 
dentistry applications [4, 48, 66, 75]. Since the majority of the 
research focuses on assessing the impact of machining induced 
damage produced by grinding (i.e. not cutting) [100, 130, 162, 
180], it is therefore not reported in the present keynote paper. 
In the following a couple of examples are presented to illustrate 
the impact of machining (milling) on the mechanical performance 
of dental implant restorations. 
Cho et al. [38] investigated the fracture strength under vertical 
and oblique loading of five different abutment-crown 
combinations (Fig. 56) for single implant-supported restorations, 
using milled ceramic abutments and all-ceramic crowns. The 
specimens were loaded at 0º and 45º angles (Fig. 57) to the long 
axis and the load values at the moment of failure were recorded 
using a universal testing machine. Their results indicated that the 
fracture strengths under vertical loading were higher than those 
obtained under oblique loading. The fracture strengths of metal-
ceramic crowns cemented to the titanium abutments were greater 
than those of all-ceramic crowns cemented on the milled ceramic 
abutments, regardless of loading direction. Further, no differences 
in the fracture strengths of the ceramic crowns between the two 




Fig 56 Fracture strength measurement at oblique loading [38]. 
 
 
Fig. 57 Design of tested implant restorations (1) metal-ceramic crowns 
cemented to titanium abutments, (2) In-Ceram crowns cemented to 
titanium abutments, (3) Celay feldspathic crowns cemented to titanium 
abutments, (4) In-Ceram crowns cemented to milled ceramic abutments 
and (5) Celay feldspathic crowns cemented to milled ceramic abutments 
[38] 
Table 8 Fracture Strength (N) of Implant-Supported Restorations 
(*Standard deviations are in parentheses). 
 
Group Vertical loading Oblique loading 
1 1812(312) 333 (36) 
2 1269 (232) 298 (35) 
3 1628(419) 231 (117) 
4 858 (91) 182 (55) 




Fig. 58 Mean values and standard deviations of fracture strength. Groups 
connected with horizontal line did not differ statistically. EV, Esteticor 
Vision; ES, Esteticor Special [96]. 
Kellerhoff and Fischer [96] evaluated the fracture strength and 
thermal shock resistance of metal-ceramic crowns with AuTi 
frameworks (i.e. Au-1.7Ti-0.1Ir by wt % - Esteticor Vision) 
produced either by milling and casting; a high-gold alloy (Esteticor 
Special) was used as a reference. The authors reported that the 
fracture strength of crowns with milled AuTi frameworks is lower 
than that obtained with cast AuTi frameworks, but similar to those 
crowns produced with a reference high-gold alloy (Fig. 58). In the 
thermal shock resistance test, crowns with milled AuTi 
frameworks displayed significantly higher thermal shock 
resistance compared to the other groups (Fig. 59). However, no 
correlation between fracture strength and thermal shock 
resistance of metal-ceramic crowns could be established. 
 
 
Fig. 59. Thermal shock test survival plot. EV, Esteticor Vision; ES, Esteticor 
Special [96]. 
5.3. Corrosion resistance and tribocorrosion performance. 
 
Biocompatibility testing consists usually of three main parts, 
namely the in vitro testing, the in vivo evaluation of local tissue 
reactions and the in vivo study of systemic effects [51]. In vitro 
corrosion resistance evaluation is an important part of 
biocompatibility evaluation of metallic biomaterials [30] and a 
commonly used method is potentiostatic anodic polarization 
(PAP) which was first introduced in biomaterials research by Hoar 
and Mears [Hoa66]. Chen et al. [Che98] investigated the corrosion 
resistance and ion dissolution of commercially pure titanium with 
different surface microroughness. Commercial implant 
(machined) surfaces were produced by milling, while the other 
four surfaces were prepared by grinding (emery paper), 
electropolishing and sandblasting to produce different condition 
of rough surfaces, i.e. macrorough vs microrough surfaces. 
Comparing with macrorough surface and machining surface, 
microrough surfaces resulted in better corrosion resistance and a 
lower titanium ion release rate which were found similar to those 
of smooth surfaces (Fig. 60). 
 
Fig. 60 Titanium ion release amount versus immersion time curves of 
naturally oxidized titanium samples with different surface roughness [30]. 
 
Bruschi and co-workers reported in several investigations on the 
impact of machining parameters and cooling strategies on the 
wear behaviour [23, 24] and tribocorrosion performance [16, 17] 
of wrought and additive manufactured Ti6Al4V alloys for 
biomedical applications. Wear tests were performed using a 
cylinder-on-plate configuration in a wet and temperature-
controlled saline environment (Fig. 61) in order to mimic the 
reciprocating sliding wear behaviour under human body 
conditions. Their results indicated that the use of cryogenic cooling 
during machining significantly affected the Ti6Al4V surface 
properties improving its wear performances, in terms of lower 
friction coefficient (Fig. 62) and less release of metal debris due to 
abrasive wear compared to dry cutting conditions, regardless the 




Fig. 61 Reciprocating sliding wear test set-up used in [23] 
 
 
Fig. 62 Influence of feed rate and cooling strategy on friction coefficient in 
the case of the EBM Ti64 cylinders machined at vc=50m/min. [23] 
 
In a subsequent investigation based on a similar testing 
approach, Bruschi et al. [23], showed that by coupling machining 
and heat treatment a synergistic effect can be achieved to improve 
the wear resistance of Electron Beam Melted (EBM) Ti6Al4V. 
Further development of the method to conduct wear testing under 
more realistic contact and sliding conditions between a Ti6Al4V 
acetabular cup and a CoCr femoral head was reported in [24] 
highlighting again the beneficial impact of cryogenic machining of 
Ti6Al4V on wear performance. 
Bertolini et al. [16] reported on the effect of the cutting 
parameters and cooling strategies on the fretting corrosion 
behaviour of the EBM Ti6Al4V alloy under conditions replicating 
the taper interfaces of a modular hip junction. They indicated that 
cryogenic machining was the most effective cutting strategy that 
could enhance the mechanical, chemical, and tribological 
behaviour of the machined surfaces. Such was also demonstrated 
by the authors in [17] when investigating the dental tribocorrosion 
behaviour of wrought and additive manufactured Ti6Al4V 
specimen produced by cryogenic machining and further subjected 
to reciprocated sliding against ZrO2 plates in artificial saliva to 
mimic human mouth condition. 
Several investigators have reported on the impact of machining 
parameters on the surface integrity, mechanical behaviour and 
corrosion performance of magnesium-calcium biodegradable 
alloys for biomedical applications [154,192]. 
 
Fig. 63 Potentiodynamic polarization curves: (a) effect of cutting speed; (b) 
effect of rolling force. [154] 
Denkena and Lucas [47] compared the corrosion resistance of 
machined vs deep rolled magnesium-calcium alloy in saline 
solution environment. Their results showed that the deep rolling 
process reduced the corrosion rate by a factor of approx. 100 when 
compared to turning. This was attributed to the high residual 
compressive stresses generated in the subsurface along with the 
ability for the deep rolling process to seals micro cracks and pores 
in the surface thus preventing the corrosion medium from 
penetrating and bursting the surface and subsurface. A recent 
study by Salashoor et al. [154] also confirms that a combination of 
dry cutting-finish burnishing of magnesium-calcium 
biodegradable alloy MgCa0.8 (w%) can significantly improve 
surface integrity and corrosion performance (Fig. 63 and 64). 
 
 
Fig. 64 Effects of cutting speed and rolling force on (a) ECorr and ICorr; (b) 
corrosion rate 
6. Machine tools, process monitoring, specialist end-effectors 
and cutting tool manipulators 
    Although conventional machine tools and cutting process are 
unusually employed for biocompatible materials machining, there 
is a set of specialist tooling/end-effectors/manipulators that 
support the cutting process of these materials to reach the special 
medical requirements. This chapter reveals the specifics of the 
hardware for this set of niche applications. 
 
6.1. Machine tools and process monitoring 
 
Generally, medical parts have complex shapes as they need to 
comply with the specifics of individual patients. Tailor-made 
medical care is an effective way to improve the patient’s quality of 
life (QOL), but this comes with challenges to comply with short 
delivery times and low manufacturing costs to enable affordability. 
In this respect, most manufacturers prefer the use of multitask 
machine tools that cover a wide range of operations, e.g. milling, 
turning and deburring (Fig. 65) which enables the production of a 
finished product with one chucking (see implant examples – Fig. 
66). For example, although intramedullary rod, that supports the 
screws and bones (Fig. 66c), are hollow structures of high aspect 
ratios which include many oblique side holes to insert screws, it is 




Fig. 65.  Multi-tasking machine tools based on turning center (Source: 
Nakamura-Tome Precision Industry Co., Ltd.) 
As some implants have high aspects ratios, e.g. intramedullary 
rod - Fig. 66(c), techniques to include additional supports to limit 
machining vibrations are often employed (Fig. 67b). 
 
 
                   
(a) Hip joint                   (b) Knee joint                    (c) Intramedullary rod 
 
Fig. 66. Examples of components for femoral implants (Source: Nakamura-
Tome Precision Industry Co., Ltd.) 
 
When the target is a medical application, controlling the 
temperature during the clinic surgery is an important issue and 
high cutting temperature would lead to tissue damage (necrosis in 
bone surgery) [55, 105]. Shin et al. used a radiation thermometer 
to measure the temperature of the workpiece and the cutting chips 
[166]. Sugita et al. embedded a thermocouple in the workpiece, 
measured the temperature rise, and estimated the temperature 
inside the bone [177]. The temperature of the workpiece during 
bone machining was found to range from room temperature to 
about 80°C. Hence, further research is needed to ensure that the 
cutting temperature stay at low value to reduce the thermal 
damage of tissues. 
 
   
          
(a) Deburring of inner hole                     (b) Tension support 
 
Fig. 67. Features of multi-tasking machine tool (Source: Nakamura-Tome 
Precision Industry Co., Ltd.) 
 
One the other hand, due to the special structure of bone during 
the orthopedic surgery process it is necessary to know cutting area 
of the bone in real time, especially when the cutting tool 
breakthrough the cortical bone, thus to reduce the damages of the 
surrounding tissues. However, it is difficult to estimate the cutting 
position/penetration of the bone and currently this is mainly 
controlled based on the surgeons’ experience. There are some 
researches that proposed the monitoring process based on the 
cutting force [103, 116]; however, this can only predict the cutting 
breakthrough of the cortical bone (Fig. 68a). Liao and Axinte [107] 
also proposed a novel methodology by detecting the acoustic 
emission signal generated in the bone structure during the cutting 
process to estimate the cutting position in the bone (Fig. 68b) and 







Fig. 68 (a) Cutting force signal and (b) acoustic emission signal for 
detecting the cutting position of bone [107, 116]. 
 
6.2. Specialist end effectors and multi axis robotic cutting system 
surgical assisted system 
   
In recent years, end effectors and manipulators that support the 
surgery have become widespread all over the world. The target 
applications are roughly divided into cutting soft tissues such as 
skin and internal organs and cutting hard tissues such as bones. 
One of the representative devices is the da Vinci® Surgical System 
from Intuitive Surgical, Inc. da Vinci® was launched in 1999 (Fig. 
69a). Excellent results have been shown using this surgically 
assisted system at clinical sites [69, 80, 123]. Gradually, application 
fields have been extended to urology, obstetrics and gynaecology, 
and the general surgical field.  
In orthopaedic surgery, robot-assisted systems are developed to 
assist in surgical procedures like hip and knee replacement, spine 
surgery, and reconstruction of ligaments. Robot-assisted surgery 
also provides surgical navigation for intraoperative measurement 
and improve accuracy to bone cutting. Robots also enable 
minimally-invasive surgical approaches through smaller incisions.  
ROBODOC [95] was the first system developed for knee and hip 
replacement. It utilized a CT scan to generate a preoperative 
cutting tool path to automatically mill the bone cavity for implants. 
The successor to the Robodoc® System, TSolution One® Surgical 
System from THINK Surgical (Fig. 69b), has been used in bone 
resection for hip joint replacement surgery [97,182, 133]. 
 
      
 
   
 
Fig. 69. (a) Vinci® Surgical System (b) TSolution One® Surgical System, (c) 
Miniature bone-attached robotic system (MBARS), (d) NAVIO (e) 
CyberKnife system  
 
A similar commercial system, Computer Assisted Surgical 
Planning and Robotics (CASPAR) was developed by Maquet, which 
was also based on preoperative path planning [168]. Alternatively, 
the Acrobot System introduced a semi-active mode, in which 
computer control was used to keep the milling tool within certain 
cutting region for creating a cavity to accommodate the implant 
while the tool was deigned to move only in response to the 
surgeon’s input [86]. These three systems used modified industrial 
robots with serial manipulators and large workspace. 
Also, user-guided intraoperative tool trajectory planning and 
execution for drilling and milling procedures were possible using 
multi-planar x-Ray images. Based on this concept, several compact, 
bone-attached mini surgical robotic systems, coupled with a 
commercially-available navigation system for trajectory planning, 
such as MBARS (Fig. 69c) [202], Praxiteles [146], and HyBAR 
[170], have been developed. These systems seek for the optimal 
miniaturisation that maintained the structural strength for high 





speed bone removal during milling during minimally invasive joint 
replacement surgery. 
Another surgical system for orthopaedic applications is the 
Mako® Robotic-Arm Assisted Technology from MAKO Surgical 
Corp [143, 144] which could decrease the tremor of the hands. It is 
also equipped with a navigation function by a preoperative plan. 
The NAVIO device from Smith Nephew accurately removes bone 
identified by the surgeon according to the patient-specific plan 
(Fig. 7d) [Lonner 14]. NAVIO is a small device and can be easily set 
up for both partial and total knee replacement procedures. 
CyberKnife® was developed as a system to support the 
treatment of tumours with gamma rays with no invasion (Fig. 69e) 
[98]. This system uses a robot arm to determine the position and 
posture to irradiate gamma rays based on a CT image. In order to 
minimize damage to other organs during positioning, CyberKnife® 
automatically follows and corrects the irradiation point if the 
patient moves during treatment [62].  
Current robotic systems seem not to have a function for 
automation. If possible, the load and fatigue of the surgeon may be 
alleviated, and the difficulty of the surgery may be decreased. 
7. Conclusions and future challenges  
The ever-evolving demands of medical surgeries require that 
cutting technology keeps a brisk pace of research and engineering 
development. However, due to the material particularities and 
special requirement of implants and tissues involved in surgery, 
the machining of these material is challenging. This paper presents 
the state-of-art of the machining process of the representative 
biocompatible materials including both the artificial materials and 
living tissues. The particularities of materials properties and 
biomedical applications lead to special cutting mechanism, surface 
response, machining facilities and tooling.  
Based on the analysis of the recent scientific and engineering 
advances in the field, the following future challenges, which could 
materialise in research opportunities, have been identified. 
 
• Challenges driven by the variety and specifics of the workpiece 
materials  
Although some materials could be similar to other fields, the 
surface requirement in biomedical applications could be very 
different from the general engineering applications, e.g. aerospace 
and automotive industries. Many studies have been carried out to 
investigate surface integrity of machined metallic biomaterials, but 
there has been limited research on how to machine functional 
surfaces tailored to specific biomedical applications. For example, 
a rough surface is detrimental for fatigue life of an aerospace 
component, but a rough surface would be better for bone ingrowth 
in orthopaedic implants. More collaborations between 
manufacturing and biomedical communities are needed for 
tailoring an engineered surface to meet the specific requirements 
of biomedical applications. 
Additive manufacturing (AM) technologies are getting more 
attentions in biomedical applications as it enables patient-
customised implants of complex geometries, e.g., porous scaffolds. 
However, surface integrity and geometric accuracy of as 3D 
printed parts may not meet directly some functional requirements; 
hence, follow-up machining is often needed. Since the properties 
of workpiece material/surface resulting from AM processes are 
different from those of traditional bulk properties, more research 
effort is needed to investigate the material removal mechanisms 
and surface integrity in machining of as printed parts to meet the 
requirements for biological implants. 
 
• Challenges driven by the interactions between workpiece 
materials and cutting tools  
The future cutting tools for machining Ti-based alloys is aligned 
with use of the layer physical vapor deposition (PVD) and chemical 
vapor deposition (CVD) coatings which are able to withstand the 
high tool temperature and associated chemical reaction and 
diffusion tool wear.  The research in advanced tool geometry, 
materials, and coating for cutting of CoCr, Mg alloys, and NiTi SMA 
biocompatible materials is very limited and it seems that no clear 
scientific and engineering guidance exist on this topic; hence, the 
opportunity for the machining research community to fill in the 
gaps.  Nevertheless, with the development of new materials for 
biological implants, new challenges for machining research will 
arise to comply with the ever-higher regulated surface quality and 
surface integrity requirements. 
For cutting soft tissues, the tool geometry and cutting edge 
sharpness and wear are key research opportunities. The motion of 
the cutting edge and its interaction with the soft, easy-to-deform, 
inhomogeneous and anisotropic tissue are complex and require 
more in-depth investigation.  The vibration of cutting tool may help 
to reduce to cutting force and tissue deformation, but may 
generate friction and increase of tissue temperature. 
On the other hand, the understanding of cutting of living tissues 
is still unclear. The current research of both soft and hard tissues 
focuses on the in vitro study but lack of in vivo study which leads 
to inability to reveal the real mechanisms occurring during the 
surgery. In vivo study of the tissue cutting mechanism and their 
effect of the surgery will be needed. This will further trigger the 
development of cutting tools that minimise the collateral damages 
of the living tissues, thus enabling faster patient recovery.  
 
• Challenges driven by functional requirements of the machined 
surfaces in biomedical materials 
While some researches have been carried out in the field to 
evaluate the functionality (e.g. fatigue performance) of the 
machined implants, on which conventional testing/analysis 
procedures can be employed, there is very little information on 
how different cutting methods of the hard tissues (e.g. bones) 
affects the recovery of the patient. This would require in vivo test 
of tissues machining followed by clinical studies, case in which 
needs compliance with appropriate legislated and ethic 
procedures. 
 
• Challenges driven by tooling and end-effectors manipulators  
While machine tools for machining biological implants are likely 
to follow the same trends for other applications, in contrast, the 
automated/robotic surgery to enable multi-axis manipulation of 
the cutting tools for both soft and hard living tissues is a very hot 
topic of research. To this end, it is important that the advantages of 
using such systems outweigh the drawbacks. For example, the 
disadvantages include fewer types of surgical tools, training time, 
initial investment, maintenance expenses, delay in operation, 
setup time. On the other hand, the advantages include outputs 
superior to surgeons, operability of surgical tools, minimally 
invasive, early recovery. Additionally, robotic surgery could allow 
easy collection of key data (tool trajectory, forces) for later use on 
tool development, cutting process understanding and further for 
machine learning. Nevertheless, on more conventional 
approaches, there is a vast domain of opportunities to develop 
ancillary tooling to assist the surgeons with precise positioning of 
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